Manual cleaning of endoscopes: a comparison study of syringe versus suction methods using the endo-suction cleaning system.
The manual syringe method of cleaning endoscopes involves numerous problems, including cross-infection, contamination, wasted time, and employee safety issues. This article describes the development of an alternative system by a nurse entrepreneur for endoscopic cleaning using a suction method. Scientific findings gathered over four years are presented supporting the efficacy and usefulness of this system, the Endo-Suction Cleaning System, also known as the PSK System.